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In accordance with the procedures agreed upon by Code GP 
and Code KSI, the attached NASA-owned U.S. Patent is being 
forwarded for abstracting and announcement in NASA STAR. 
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NOTE - If this patent covers an invention made by a corporate 
employee of a NASA Contractor, the following is applicable: 

YES NO /~~ 7 

Pursuant to Section 305(a) of the National Aeronautics and 
Space Act, the name of the Administrator of NASA appears on 
the first page of the patent; however, the name of the actual 
inventor (author) appears at the heading of column No. 1 of 
the Specification, following the words "...with respect to 
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[57] ABSTRACT 

Process and apparatus for qualitative and quantitative 
analysis of the amino acid content of a biological sam- 
ple. The sample is deposited on a cation exchange 
resin and is then washed with suitable solvents. The 
amino acids and various cations and organic material 
with a basic function remain on the resin. The resin is 
eluted with an acid eluant, and the eluate containing 
the amino acids is transferred to a reaction vessel 
where the eluant is removed. The amaino acids are es- 
terified and acylated, and they may then be purified 
by passage through an anion or cation exchange resin 
bed. The purified acylated amino acid esters are then 
transferred to a suitable chromatographic column 
(e.g., Carbowax as stationary (liquid) phase and diato- 
maceous silica as solid support) for analysis by gas- 
liquid chromatographic techniques. 


2 Claims, 4 Drawing Figures 
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The invention described herein was made in the per- 
formance of work under a NASA contract and is sub- 
ject to the provisions of Section 305 of the National 5 
Aeronautics and Space Act of 1958, Public Law 
85-568 (72 Stat. 435; 42 U.S.C. 2457). 

This invention relates to the quantitative and qualita- 
tive analysis of biological fluids and, more particularly 
to the quantitative and qualitative analysis of amino 10 
acids contained in biological specimens. 

Amino acids are present in varying amounts in almost 
all plant and animal tissue and fluids. The amount of 
amino acids present and their relative proportions are 
generally characteristic of various life forms, and their 15 
types and amounts can be disturbed by various patho- 
logical conditions. Analysis of the amino acid content 
of biological material is an important step in general bi- 
ological research and also can serve as an aid in the di- 
agnosis and treatment of certain pathological condi- 20 
tions, of which malnutrition and metabolic dysfunc- 
tions such as phenylketonuria and maple syrup urine 
disease are prime examples. Analysis of hydrolysates 
derived from proteins from various sources (e.g., 
plants, animals, bacteria, yeasts) also provides an indi- 25 
cation of the relative quality of the protein and is par- 
ticularly important from this aspect. 

Present methods of analysis of amino acid content of 
biological fluids and plant and animal protein hydroly- 
sates include the use of paper, ion exchange column 30 
and thin layer chomatography, paper electrophoresis, 
and colorimetric, titrimetric, manometric and enzyme 
methods. The disadvantages inherent in such conven- 
tional physicochemical procedures is that they are 
lengthy and cumbersome, require expensive equipment 35 
and require relatively large samples. For example, for 
the analysis of amino acids in blood plasma, the pres- 
ently available standard analytical procedures which 
employ ion exchange column chromatography gener- 
ally require a sample of at least several cc., and often 
a total processing time of approximately a day. 

By employing the present invention, simultaneous 
qualitative and quantitative analyses of the amino acid 
content of micro and ultramicro biological samples 
may be rapidly made of the entire sample, for example 
0.1 cc. of blood plasma, using relatively inexpensive 
and simple equipment. Typically, analyses are made 
using the present invention in a total processing time of 
less than one hour and upon a sample one or more or- 
ders of magnitude smaller than that used in the pres- 
ently available standard analytical procedures which 
employ ion exchange column chromatography. 

It is an object of the present invention to provide an 
improved process and apparatus for the simultaneous 
quantitative and .qualitative analysis of the amino acid 
content of biological samples. It is another object to 
provide a process and apparatus to enable the quantita- 
tive analysis for^mino acids present jn a complex bio- 
logical envirolimehFto be performed without substan- 
tially altering the relative proportions of the amino 
acids initially present and without introducing substan- 
tial errors traceable to the partial or complete degrada- 
tion of one or more of the individual amino acids ini- 
tially present or to hydrolysis of proteinaceous material 
to amino acids. It is a further object to provide a rapid, 
simple process for producing suitably volatile deriva- 
tives of amino acids without measureable loss, which 


2 

derivatives are readily susceptible to gas-liquid chro- 
matographic analysis. Still another object of the inven- 
tion is to provide an improved process and apparatus 
for accurately measuring the amounts of each of the in- 
dividual amino acids present in complex biological en- 
vironments containing a large number of amino acids, 
using only an ultramicro sample. 

These and other objects of the invention will be ap- 
parent from the following description when read with 
reference to the accompanying drawings wherein: 

FIG. 1 is a block diagram of the process of the inven- 
tion; and 

FIG. 2 is a schematic diagram of apparatus embody- 
ing various features of the invention. 

The general analytical procedure of the invention is 
hereinafter described with reference to FIG. 1. As 
shown therein, a known quantity of a biological fluid 
obtained from a plant protein hydrolysate or from a 
sample of blood, urine, sweat, feces, tears or homoge- 
nates of tissues, e.g., animal pancreas, thymus, spleen 
or flesh, is deposited upon and adsorbed onto a' cation 
exchange resin. The system operates optimally in the 
detection of amounts of a given amino acid in the range 
of 10~® to 10“‘^ mols in the sample under analysis. Sam- 
ple sizes may thus be chosen to yield optimal precision, 
and may vary from as small as 0. 1 ml. (as, for example, 
in blood plasma) to very large samples in which the 
concentration of amino acids is extremely low. The 
particular resin used is not critical, and any suitable 
cation exchange resin that will interact with the amino 
functional group of the amino acid to adsorb the amino 
acids on the resin may be used. Sufficient resin is em- 
ployed to adsorb all the amino acids. An excess of resin 
is generally used, the preferable adsorbtion function 
occurring when the ratio of resin to amino acid is mil- 
lequivalents is about 1 0 to 1 . Suitable resins include the 
sulfonic acid base resins, such as Dowex 50. The cation 
exchange resin is then washed with suitable solvents to 
carry away from the resin all the constituents of the bi- 
ological fluid except certain inorganic cations and or- 
ganic materials having a basic functional group, which 
are held or chemisorbed on the cation exchange resin. 
The organic material consists essentially of amino acids 
with slight amounts of other materials, such as amines 
and polypeptides. 

Care is taken during the wash step to prevent con- 
tamination of the sample. A solvent should not be used 
that would cause hydrolysis of proteinaceous material 
in the original sample to amino acids. While there are 
many suitable solvents which can be used, it is prefera- 
ble to utilize the same alcohol that is employed in the 
elution and esterification steps to be described herein- 
after. By so doing, it is possible to eliminate additional 
solvent removal steps which might be necessary if an- 
other solvent were employed. Preferably water or a 
water nrpropanol mixture is used, followed by n- 
propanol. Following washing to remove the nonad- 
sorbed ions, the resin is eluted with a suitable solvent 
to release the adsorbed cations. Although various 
acidic solvents may be used to elute the resin, it is simi- 
larly preferable to use an acidic composition of the al- 
cohol used in the wash step. When n-propanol is the 
wash solvent, a preferred eluant would be 99:1 n- 
propanol:H20 which has been adjusted to 3N with HCl. 
Basic solvents may also be used, such as n-propanol 
plus 10 N ammonium hydroxide. 
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The eluate containing all the amino acids is fed to. a ted to stand for up to five minutes following addition of 

reaction'vessel and heated to remove the solvent, e.g., the acylating agent to permit the reaction to go to com- 

n-prdpanol and H 2 O. thereby isolating the amino acids pletion. 

in the form of their acid salts and as acid salts of some Following completion of the acylating reaction, an 


ammo acid esters. Distillation to dryness may be effec- 
tively carried out at approximately 100°C. using a 
purge flow of inert gas and optionally, an azeotropic 
agent (such as a mixture of n-propanol and benzene). 
At this point, there has been effccted a physical separa- 
tion of the amino acids from the vast majority of the im- 
purities in the biological fluid, and such a separation 
has been achieved without contamination of the origi- 
nal sample with amino acids formed from hydrolysis of 
proteinaceous material in the original sample. 

The next step in the process is to form derivatives of 
the amino acids which are readily susceptible to detec- 
tion by conventional gas-liquid chromatographic tech- 
niques. In this connection, it should be noted that effec- 
tive quantitative estimation of amino acids by gas- 
liquid chromatography requires prior conversion of the 
amino acids in a quantitatively and qualitatively precise 
and reproducible manner to suitably volatile deriva- 
tives. 

Preferably, the isolated amino acids are converted to 
their N-acylamino acid n-alkyl esters. The acyl group 
of such esters may be formyl, acetyl, propionyl, butyryl 
and the like. The alkyl group of such esters will nor- 
mally be methyl, ethyl, propyl or butyl. Most prefera- 
bly, the acyl group will be acetyl and the alkyl group 
will be n-propyl, i.e., the derivatives will be N- 
acetylamino acid n-propyl esters, and the process is 
hereinafter described with specific reference thereto. 

The conversion to the N-acetylamino acid n-propyl 
esters is performed using a two-step procedure, each of 
which is conducted in the same reaction vessel into 
which was fed the eluate containing the amino acid 
fraction, as described hereinabove. 

To accomplish the first stage of the conversion, the 
dry mixture of amino acids and amino acid esters in the 
reaction vessel is treated with an esterifying agent, in 
this case, anhydrous n-propanol-HCl, in the reaction 
vessel; Tl^ anhydroi^ n-propanol-HCI is prepared by 
adjusting anhydrous n-propanol to 6 to 8N with anhy- 
drous HCl. The temperature in the reaction chamber 
is maintained in the range of about 70'’ - 9()°C. until es- 
terification is complete. Following addition of the n- 
j)ropanol-HCl, t^e teinperature is mia[nta|ned suffi- 
ciently high to evaporate the excess n-propanol reagent 
with the optional aid of an azeotroping agent (such as 
n-propanol and benzene). Any water formed in the es- 
terification reaction, as well as excess hydrochloric 
acid, will also be volatilized during this stage of the pro- 
cedure, thereby leaving in the reaction vessel a gener- 
ally dry mixture of the propyl ester forms of the amino 
acids. It should be noted also that such esters will be in 
the form of their acid salts, i.e., the hydrochloride salts. 

Next, the amino constituent of the amino acids is ac- 
ylated by the addition of a suitable acylating agent, 
preferably acetic anhydride. A basic solvent, such as 
for example pyridine or triethylamine in ethyl acetate 
solution, is preferably used to expedite the acylation. 
The acylating agent is preferably used as a mixture of 
one part acetic anhydride and three parts of pyridine. 
It is important that during this step the reaction vessel 
be maintained at about room temperature to prevent 
the loss of more labile amino acid components. Typi- 
cally, the contents of the reaction vessel will be permit- 


5 appropriate azeotroping agent, such as anhydrous n- 
propanol in admixture with benzene, is added to the 
contents of the reaction vessel. The vessel heated to re- 
move excess acylating agent, as well as the azeotroping 
agent. The use of a solvent or a mixture of solvents 
10 which forms an azeotrope with the acylating agent is 
utilized in order to avoid High temperatures which 
could volatilize or decompose certain of the low boiling 
or heat sensitive N-acetyl amino acid n-propyl esters 
present in the reaction vessel. The azeotropic distilla- 
15 tion at this time, it should be noted, does not remove 
the high boiling pyridine hydrochloride or other or- 
ganic or inorganic salts (e.g., sodium chloride, triethyl- 
amine hydrochloride) which are present during this 
state with the amino acid esters. ’ 

20 The contents of the reaction vessel are then dissolved 
in a suitable solvent or mixture of solvents (e.g., ethyl 
acetate, n-propanol, or a mixture of both). If desired, 
the solution may be desalted by passage through a suit- 
able desalting exchange resin bed (e g., an anion ex- 
25 change resin, a cation exchange resin, or a mixture of 
both). For example, an anion exchange resin will ab- 
sorb chloride ion from pyridine hydrochloride, thereby 
liberating free pyridine which is sufficiently volatile to 
be removed with the solvent front during the ga,s-liquid 
30 chromatographic procedure, and hence not interfere 
with the amino acid analysis. Also for example, when 
an inorganic salt such as sodium chloride is present, 
both the sodium, and chloride ions may be removed 
through use of a mixed anioncation exchange resin bed 
35 to prevent such salts from entering the chromato- 
graphic column. 

The mixture, which at this stage is principally the N- 
acetylamine n-propyl esters in a suitable solvent, is ei- 
ther aliquotted to yield a sample size suitable for opti- 
mal detection of the amino acid derivatives or used in 
its entirety for analysis by gas-liquid chromatography. 

An optional feature of the process is the incorpora- 
tion of a hot valye into which the sample is passed prior 
to its entry into the chromatographic column. This op- 
tional step serves the purpose of removing volatile car- 
rier solvents (such as n-propanol, ethyl acetate, etc.) or 
traces of other volatile impurities before any material 
is passed onto the chromatographic column. The less 
volatile N-acetylamiho n-propyl esters are then trans- 
” ferred into the column (either by direct injection, or, 
when the optional hot valve is employed, by a rapid in- 
crease in heat). 

A conventional gas-liquid chromatograph, such as a 
Loenco Model 160, equipped with a detection device 
of suitable sensitivity (e.g., a hydrogen-flame detector) 
and a suitable recording device, such as a 1 millivolt 
full-scale recorder with integrator or a digital read-out 
system (e.g., Infotronics Model CRS-1 10), can be used 
to effect the analysis of the amino acid derivatives. Any 
of the known materials for effecting gas-liquid chro- 
matographic separation can be used according to this 
invention; however, column employing Carbowax 1 450 
as the stationary (liquid) phase and Chromosorb-W 
acid-washed diatamaceous silica (100/120 mesh) as 
the solid support have been found to be preferred. It 
has also been found that a much lower amount of Car- 
bowax than is conventionally employed produces a 
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much quicker resolution of the mixture to be analyzed. 
Whereas it has been usual practice to employ a Carbo- 
wax column comprising about 5% Carbowax to 95% 
inert filler, it is preferable to use a column of from 
about 0.25% to 1.0% Carbowax. Of course, larger 5 
amounts of Carbowax can be employed, but the time 
required for analysis is increased. A two-foot long 
stainless steel, aluminum or glass column having an 
inner diameter between one-eighth inch and one-fourth 
inch is an example of a suitable column. 10 

A temperature program is also employed according 
to this invention to decrease the time required for anal- 
ysis and to improve resolution of the peaks. Thus, im- 
mediately after the sample is applied to the Carbowax 
column, the column temperature is raised at a rate of 
from 2°C. to 50°C. per minute, and preferably from 
about 8°C. to 30°C. per minute, from an initial temper- 
ature of as low as 25°C. up to a maximum of as high as 
250°C. with the preferable range being 90°C. to about 
220°C., which upper temperature is then maintained 
until the analysis is complete. The rate of increase is 
preferably nonlinear, as explained hereinafter. The 
above preferred temperature range relates to Carbo- 
wax 1450, but if other materials are used, the maximum , 
temperature should be slightly below either the decom- 
position temperature of the liquid phase of the column 
or the material being analyzed, whichever is lower. 

The above procedure produces rapid and accurate 
analysis of nearly all the amino acids, except arginine, 
normally occurring in biological fluids (viz., glycine, 
alanine, valine, leucine, isoleucine, serine, threonine, 
proline, hydroxyproline, tryosine, tryptophan, phenyl- 
alanine, cysteine, cystine, methionine, aspartic acid, 
glutamine, asparagine, glutamic acid and lysine). 35 

As can be seen from the above description, the pro- 
cess first effects a separation of the amino acids present 
in the sample from contaminants present in the original 
sample without any undesired chemical reaction of the 
amino acids or contamination thereof with products 4 q 
arising from protein degradation. The chemical reac- 
tions required to convert the amino acids to derivatives 
susceptible to gas-liquid chromatography are con- 
ducted after the separation of the amino acids from the 
major contaminants and are all carried out within a sin- 45 
gle reaction vessel. Accordingly, the amino acid deriva- 
tives produced are substantially free of impurities and 
are directly proportional both qualitatively and quanti- 
tatively to the amino acids present in the original sam- 
ple. The following specific example illustrates the use 50 
of the procedure to analyze first a known sample for 
calibration purposes and then a biological sample, 
using the apparatus of FIG. 2. 

Referring now to FIG. 2, apparatus for effecting the 
qualitative and quantitative separation of amino acids 55 
from a biological sample and converting the amino 
acids to the desired N-acylamino acid n-alkyl esters is 
shown. Typically, seven reagent sources are employed 
containing reagents Rq, Ri, R 2. R3. R<. Rs ^nd Re, re- 
spectively, typically having the following compositions, 60 
although other reagents and proportions thereof may 
be employed, as set forth hereinabove: 

Ro - washing reagent 65 

n-prop^nol 50 parts 

distilled water 50 parts 

R, - RELEASING AGENT 

anhydrous n-propanol-HCI 98 parts 


-Continued 

(HCL about 8N) 



distilled water 

2 parts 

Rj — 

AZEOTROPING AGENT 


anhydrous n-propanol 

20 parts 


benzene 

80 parts 

Ra- 

ESTERIFICATION REAGENT 



anhydrous n-propanol-HCL 
( HCL about 8N ) 

100 parts 

R4 — 

ACYLATING SOLVENT 



pyridine 

100 pans 

Rs - 

ACYLATING AGENT 



acetic anhydride 

100 parts 

Re- 

CARRIER SOLVENT 



ethyl acetate 

1 00 parts 

in 

the analysis apparatus illustrated 

in FIG. 


transfer of chemicals and of the sample being analyzed 
is generally powered by gas pressure. In the arrange- 
ment shown, a cylinder 19 of nitrogen (N.2) is provided 
which is connected via reducing valves Gi and G2 to a 
reagent pressure line 21 and a purge line 23, respec- 
tively. A cylinder 25 of helium (He) is connected via 
a reducing valve G3 to line 27. 

The operation of the apparatus is hereinafter de- 
scribed in detail with reference to a calibration run for 
the system. A calibration solution is prepared of the fol- 
lowing amino acids, each of said acids being present in 
an amount of 0.004 mole per liter in aqueous solution: 
glycine, alanine, valine, leucine, isoleucine, serine, 
threonine, proline, tyrosine, tryptophan, phenylala- 
nine, cysteine, cystine, methionine, aspartic acid, glu- 
tamic acid and lysine. From this sample a 1-microliter 
aliquot is withdrawn (containing 4 X 10 '® mols of each 
amino acid) and is subjected to the entire process de- 
lineated in FIG. i. 

For ease of understanding, the analysis operation is 
described as a series of individual steps which are set 
forth in their preferred order of performahce. 

STEP 1: 

The one microliter sample is placed on resin car- 
tridge Cl, which is then washed thoroughly with rea- 
gent Ro which flows through valve Vq. The washings 
pass through cartridge C| to waste Wq. 

STEP 2: 

The cartridge C| is moved into the indicated position 
for elution of the retained materials. The nitrogen pres- 
sure is applied to lines 21 and 23 by opening valves Gi 
and G2, placing the system in the “Ready.” 

STEP 3: 

Two-way valve V, is set to connect supply line 29 to 
the reaction vessel 31. Valves V, and V', are opened, 
valve Vg is opened to waste W, and the releasing agent 
Ri begins to flow through cartridge Ci into the reaction 
vessel 31, which is continually being purged with nitro- 
gen from line 23 which connects to supply line 29 lead- 
ing to valve V7. Step 3 is terminated at a standardized 
time interval, which is usually about 6 minutes, during 
which time about 3 ml. of reagent R, has entered reac- 
tion vessel 31. Heater 33 which is associated with reac- 
tion vessel 31 is turned on just after the flow of reagent 
R, begins and remains on through Step 6. 

STEP 4: 

Valves V, and V', are closed. Valve V2 is opened 
causing about 3 ml. of the reagent Rj (azeotroping 
agent) to be fed into the reaction vessel 31. The volatile 
contents of the sample in the reaction vessel 31 are dis- 
tilled to waste, W; Step 4 is terminated at a standard- 
ized time interval, which is usually about 5 minutes. 
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STEP, 5; _ 

Valve V2 is closed, and valve V3 is opened causing 
about 7 ml. of the esterifying reagent R3 to.be fed into 
the reaction vessel 31. When esterification is com- 
pleted, according to a standardized time interval, usu- 5 
ally about 18 minutes, step 5 is terminated. 

STEP 6; 

Valve V3 is closed and-valve Vj is opened to permit 
about 3 ml. of reagent R2 to enter reaction vessel 31. 
The volatile contents of the reaction vessel are distilled 10 
to waste W by heating to about 100°C. Step 6 is termi- 
nated at a standardized time interval, usually about 10 
minutes. 

STEP 7: 

. With heater 33 off and valve V2 closed, valve V4 is 15 
opened to permit the flow of a time-measured quantity, 
about 1 ml., pf reagent R<, the a'cylating solvent. After 
allowance for sufficient time for the feed of reagent R4, 
valve V4 is closed and valve V5 is opened to permit the 
flow of a-time-measured quantity (about 0.3 ml.) of re- 20 
agent R5, the acylating agent. After the standardized 
time interval for completion of acylation, usually about 
2 minutes for a sample this size, step 7 is terminated. 
STEP 8: 

Valve V5 is closed, valve V2 is opened to permit 25 
about 4 ml. of reagent R2 to enter the reaction vessel 
31. The volatile contents of the reaction vessel 31 are 
distilled to waste, W, by energizing the heater 33 and 
raising the temperature to about 100°C. Step 8 is termi- 
nated at a standardized time interval, about 8 minutes, 30 
and the heater 33 is turned off 
STEP 9; 

Valve Vj is closed, and the mode of two-way valve V, 
is reversed to connect the line from the reaction vessel 
31 to line 35 which leads to an ion exchange resin car- 35 
tridge C2. By opening valve Vj, the contents of the re- 
action vessel are dissolved into about 2 ml. of reagent 
Re and then transferred to a volumetric flask (not 
shown) for future direct injection into a gas-liquid 
chromatograph, or optionally to the resin cartridge C2, 
by opening valve V, and applying N2 pressure from line 
23. 

The following steps 9A through 9C are optional 
steps which are employed for automatic rather than 
manual injection of sample into the gas chromatograph. 
STEP 9A 

(Optional): From resin cartridge C2, the whole sam- 
ple in the carrier solvent is moved by nitrogen pressure 


into a sample splitter 37. In the sample splitter 37, addi- 
tional reagent Re is added to bring the total liquid 
amount up to a standardized volume, usually 5 ml. The 
operator may select any desired fraction of the sample 
(for example, one-tenth or one-thousandth) to pass on 
to Step 9B and ultimately into the gas chromatograph 
for analysis. In the present instance, all of the sample 
is utilized. 

STEP 9B 

(Optional): The sample in the carrier solvent is 
passed from the sample splitter 37 into a loop 38 of a 
hot valve 39 which is in the position shown in FIG. 2. 
In the hot valve, heat is applied to raise the temperature 
of the contents of the loop 38 to about 80°C., driving 
the carrier solvent to waste, W,. 

STEP 9C 

(Optional): When all of the carrier solvent has been 
evaporated, as determined by a vapor-sensing device 
(not shown), the hot valve' 39 is rotated to place the he- 
lium supply line 27 in fluid communication with the 
loop 38 which is itself in fluid communication with the 
gas-liquid chromatograph 41. Programmed heat from 
(about 90° to 225°C.) is applied, and the acylated 
amino acid esters are volatilized onto the chromato- 
graphic column for analysis. 

STEP 10: 

Temperature-programmed gas-liquid chromato- 
graphic analysis is performed on the sample. The col- 
umn employed is 2 feet long, % in. in diameter and con- 
tains about 0.5 percent Carbowax 1450 on a 100 mesh 
diatamaceous silica base. The operation of the column 
is such that the column is initially at about 90°C. and 
the rate of temperature rise is maintained at about 
12°C. per minute until a temperature of 165°C. is 
reached. At this time the rate of temperature rise is in- 
creased to about 25°-30°C. per minute for about 2-3 
minutes until a maximum temperature of about 220 to 
225°C. whereat the temperature is maintained for the 
rest of the analysis. The total elapsed time for a run of 
one biological sample from the time of initial injection 
until the recorder curve is finished is about 80 minutes. 
The digital print-out detector response which is ob- 
tained using an Infotronics Model CRS-110 recorder 
system is shown in TABLE I below. This table hereafter 
serves as a calibration chart for the overall analyzer sys- 
tem because the quantity of each amino acid present 
initially in the calibration solution was known. 


TABLE I 


CALIBRATION CHART 

Digital Print'OUt from Recorder 





3,856,471 
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To illustrate the analysis of a biological sample, a so- 
lution containing a 10 microgram portion of casein of 
unknown composition, in the form of its hydrolysate, is 
initially deposited upon the cartridge Ci and treated ex- 
actly as described above with regard to Steps 1 to 10. 
The procedure results in the digital print-out shown in 
♦ TABLE 11 below. 
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likewise be understood that for biological samples con- 
taining other amino acids having different degrees of 
volatility, it may be desirable to use columns of differ- 
ent length or different composition or to use a different 
5 temperature program; however, these adjustments are 
well within the skill of the art to one familiar with the 
invention. 


TABLE II 


Amino 

Acid 

ANALYSIS OF CASEIN HYDROL 
Digital Print-out from Recorder 

YSATE SAMPLE 

Specific Response 
per I0“* mols 
(from Table U 

Amount in 
Sample (calc.) 

Retention 

Time(Sec.) 

Response 

(Area) 

Alanine 

38 

2104 

550.8 

3.82xlO'*mols 

Valine 

45 

52U 

824.5 

6.32 do. 

Isoleucine 

69 

5248 

1043.3 

5.03 do. 

Leucine 

82 . 

7878 

1033.8 

7.62 do. 

proline 

125 

7852 

773.8 

10.16 do. 

Threonine 

173 

284] 

787.0 

3.61 do. 

Serine 

225 

3664 

648.3 

5.65 do. 

Aspartic acid 

277 

4729 

850.5 

5.56 do. 

Methionine 

303 

1715 

824.5 

2.08 do. 

Cysteine 

326 

168 

509.0 

0.33 do. 

Phenylalanine 

340 

3602 

1 101 5 

3.27 do. 

Glutamic acid 

365 

16289 

1037.5 

15.70 do. 

Tyrosine 

520 

,1484 

463.8 

3.20 do. 

Lysine 

582 

3921 

716.8 

5.47 do. 


From a compmison j^h the calibraUon^hait of 
TABLE r, ills determined that the amino acid composi- 
tion of the casein sample treated is as set forth in the jq 
last column of TABLE II. Expressed in the more con- 
ventional terms of grams of amino acid per 100 grams 
of protein, the casein sample analysis is as follows: 

AMINO ACID COMPOSITIONIgm./IOOgm. protein) ^5 


Alanine 

3.4 

Valine 

7.4 

Isolcucine 

6.5 

Leucine 

10.0 

Proline 

11.7 

Threonine 

4.3 

Serine 

6.0 

Aspartic acid 

7.4 

Methionine 

3.1 

Cysteine-cystine 

0.4 

Phenylalanine 

5.4 

Glutamic acid 

23.1 . 

Tyrosine 

5.8 

Lysine 

8.0 


It will be understood that although the equipment 
may be manually operated, it is preferable that the se- 50 
quence and timing of the operation of the valves and 
the times and temperatures of reaction in the reactors 
be controlled by automatic timing and sequencing ap- 
paratus 45 which is not shown in detail and, which in 
its specific detail forms no part of this invention. Suit- 55 
able automatic control apparatus to operate the illus- 
trated system are commercially available at the present 
time. 

Although the foregoing illustrative calibration run 
and analysis example were directed particularly to the 60 
protein amino acids, as previously indicated,, the inven- 
tion is applicable to amino acids in general. It should 


Various of the features of the invention are set forth 
in the claims which follow. 

What is claimed is: 

1. Apparatus for qualitatively and quantitatively de- 
termining the amino acid contents of a‘ sample, which 
apparatus comprises: 

a reaction vessel for holding a group of amino acids 
from a sample, 

means for supplying to said vessel in serial order (a) 
an azeotroping agent, (b) an esterifying reagent, 
and (c) azeotroping agent to convert said amino 
acids to the N-acyl amino acid alkyl ester deriva- 
tives thereof, 

means for heating said reaction vessel to remove sol- 
vents and water, 

means for supplying to said vessel a carrier solvent 
for said entire N-acyl amino acid alkyl ester mix- 
ture, 

heating chamber means to which said mixture is 
transferred from said reaiction vessel, 

means for connecting said chamber means to waste 
while said carrier solvent is vaporized, 

means for thereafter connecting said chamber means 
to the inlet of a gas chromatographic device and to 
a source of carrier gas for transferring said amino 
acid derivatives thereto in the gaseous state, and 

a control device connected to each of said above- 
mentioned means for automatically effecting se- 
quential timed operation of each of said above- 
mentioned means. 

2. Apparatus in accordance with claim 1 wherein a 
gas-liquid chromatographic device is provided having 
a column containing between about 0.25^ and 1% 
Carbowax as the stationary liquid phase, based upon 
total weight of Carbowax and inert filler. 

***** 
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